




Comparison of the Microlife BP 3AC1-2 with the Microlife BP 3AC1-1 

Devices Microlife BP 3AC1-2 Microlife BP 3AC1-1 
Pictures 

 

 

Validation  BHS - A/A grading 
Device 1 Criteria Wall holder 12 

Memory: 30 measurements 14 
 

Same Criteria MAM (average mode) or standard mode selection 
Oscillometric measuring method 
Fuzzy Logic 
Printer Port 
Error code (1, 2, 3, 5 & 6) 

MAM (average mode) or standard mode selection 
Oscillometric measuring method 
Fuzzy Logic 
Printer Port 
Error code (1, 2, 3, 5 & 6)  

Comparable 
Criteria 

Colour 10 
Cuffs: M & L 18 
Mains adapter 18  
Printer kit PR 18 1KA1 

 
Cuffs: M (L as accessory)  18 
Optional mains adapter 18 
Optional printer kit PR1KA1 18  

Device 2 Criteria  Current user displayed 11 
14Memory: 2 x 30 measurements – 2 persons monitor  

Web link http://mldata.ria.ch/detail.asp?Produkt_ID=208&Sprach_ID=2 http://mldata.ria.ch/detail.asp?Produkt_ID=198&Sprach_ID=2 
  
Comments The 3AC1-2 has both cuffs, the printer kit and mains adapter supplied. 3AC1-1 allows for 2 users.  
Recommendation Accept. 
 

http://mldata.ria.ch/detail.asp?Produkt_ID=208&Sprach_ID=2
http://mldata.ria.ch/detail.asp?Produkt_ID=198&Sprach_ID=2



