




Comparison of the Microlife BP 3BT0-A (2) with the Microlife BP 3BT0-A 

Devices Microlife BP 3BT0-A (2) Microlife BP 3BT0-A 
Pictures 

 
 

Validation  BHS - A/A grading, Gütesiegel/Quality Seal, German Design Award 
Device 1 Criteria Memory and Date/Time buttons 10 

Memory and Date/Time 11 
Memory: 30 measureme  nts 14

 

Same Criteria Oscillometric measuring method  
Optional mains adapter 

Oscillometric measuring method  
Optional mains adapter 

Comparable 
Criteria 

Error code (1, 2, 3, 5, Hi & Lo)  
Cuffs: M and L 18 

Error code (1, 2, 3 & 5)  
Cuffs: M (L as accessory) 18 

Device 2 Criteria  Memory: 1 measurement 14 
Web link http://mldata.ria.ch/detail.asp?Produkt_ID=1154&Sprach_ID=2 http://mldata.ria.ch/detail.asp?Produkt_ID=156&Sprach_ID=2 
  
Comments This monitor is promoted as being especially for pregnancy. 

The declaration form indicated the addition of a “pacifier”. No such facility is mentioned in the manual. However, it does seem to be something 
additional to the monitor and therefore not connected to its validation. 

Recommendation Accept. 

http://mldata.ria.ch/detail.asp?Produkt_ID=1154&Sprach_ID=2
http://mldata.ria.ch/detail.asp?Produkt_ID=156&Sprach_ID=2



