


Table 11: Comparison of the Omron 705CP-II with the Omron 705IT 

Devices Omron 705CP-II (HEM-759P-E or HEM-759P-E2) Omron 705IT (HEM-759E or HEM-759P-E) 
Pictures 

 

Validation ESH and BHS ESH and BHS 
Device 1 Criteria   
Same Criteria “Intellisense” technology (Fuzzy logic on inflation) 

Memory: 28 measurements 
Large 2-fold display 
Medium cuff with optional large and small cuffs 
Bio Information Link (BI) functionality 

“Intellisense” technology (Fuzzy logic on inflation) 
Memory: 28 measurements 
Large 2-fold display  
Medium cuff with optional large and small cuffs 
Bio Information Link (BI) functionality 

Comparable 
Criteria 

USB cable and software optionally available 
Includes printer for hard copies 

Includes USB cable and software 
Optional Printer for hard copies 

Device 2 Criteria   
Web link http://www.mortonmedical.co.uk/omron_705CPII.htm http://www.omron-healthcare.com/site/ 

index.cfm?BID=3&SID=1&TID=29&MID=32&ART=218&LG=2&back=1
 

 

  
Comments These are essentially the same model; one cones with a printer and the other a USB cable. 

The HEM names in bold were those supplied but they differ from those advertised as shown in italics. 
Omron links both monitors to the information page. “Bio Information Link (BI) functionality” is claimed on site but no explanation is provided 
in the manual. 

Recommendation Recommend this device using the supplied HEM numbers. 
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