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Comparison of the A&D UA-767S with the A&D UA-651 

Devices UA-767S UA-651 
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Device 1 Criteria Algorithms: 
    % Irregular HeartBeat(I.H.B.) detection 
    Cuff Fit Error detection 
    Movement error detection 

 

Same Criteria Measurement method: 
    Oscillometric measurement 
 
Cuffs: 
    D-ring cuff(SlimFit cuff) size: Adult(22-32cm)  
 
Inflation: 
    Fuzzy logic inflation 
 
Deflation: 
    Constant air release valve  
 
Measurement range: 
    Pressure: 0 - 299 mmHg 
    Pulse: 40 - 180 beats/minute 
 
Measurement accuracy: 
    Pressure: ±3 mmHg 
    Pulse: ±5 % 
 
Power supply: 
    4 × 1.5V batteries(R6P, LR6 or AA) 
    AC adapter(TB-233) (optional) 
 
Display/Symbols: 
    Error symbols: Err, Err CUF, Err E and Err 9 
     
Algorithms: 
    Irregular HeartBeat(I.H.B.) detection 
 

Measurement method: 
    Oscillometric measurement 
 
Cuffs: 
    D-ring cuff(SlimFit cuff) size: Adult(22-32cm)  
 
Inflation: 
    Fuzzy logic inflation 
 
Deflation: 
    Constant air release valve  
 
Measurement range: 
    Pressure: 0 - 299 mmHg 
    Pulse: 40 - 180 beats/minute 
 
Measurement accuracy: 
    Pressure: ±3 mmHg 
    Pulse: ±5 % 
 
Power supply: 
    4 × 1.5V batteries(R6P, LR6 or AA) 
    AC adapter(TB-233) (optional) 
 
Display/Symbols: 
    Error symbols: Err, Err CUF, Err E and Err 9 
     
Algorithms: 
    Irregular HeartBeat(I.H.B.) detection 
 



dabl®Educational Trust Device Equivalence Evaluation Form 

© 2014 dabl®Educational Trust Limited Page 3 of 3 

Casing 
    START button, DC Jack 

Casing 
    START button, DC Jack  

 

Device 2 Criteria   

Web link http://www.aandd.jp/products/medical/consumer/ua767fs.html http://www.aandd.jp/products/medical/consumer/ua651_sl.html 

 

Comments  UA-767S is the model that added the % Irregular HeartBeat (I.H.B.) detection, Cuff Fit Error detection and Movement error detection. 

Recommendation      Equivalence Recommended 

Date      December 2014 

 

http://www.aandd.jp/products/medical/consumer/ua651_sl.html

