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DS-400 DS-500 DS-800 (BM 60)

Display / Symbols / Ind

Irregular h
detection

eart beat 
No Yes Yes

Memory 30 / average 2 x 30 / average 2 x 60 / average

Date & Time No Yes

Yes (AM/PM & 24hr. Interchangeable at 
production line) 

*only for Canada & US version at the moment 
(we also plan to change the EU version to the 
same LCD and software as Canada & US in 

future.)
HSDications No No Yes
WHO guide No No Yes
Inflation symbol Yes Yes No
D fl tiDeflat on s b lymbol Yes Y Nes No
Heart sym
deflation

bol during 
Yes Yes Yes

Measurement result SBP, DBP and Pulse SBP, DBP and Pulse SBP, DBP, Pulse and HSD result
Error Err, Err 330, Low battery Err-1, Err-2, Err-3, Err 300, Low battery Err-1, Err-2, Err-3, Err 300, Low battery
Automatic power off Yes Yes Yes

buzzer During measu
measurement

rement with pulse, after No No

Measurement

Method Oscillometric Oscillometric Oscillometric
Inflation Manual Auto Auto

Deflation
Constant air re

(Auto for deflatio
for 

lease valve / Manual valve 
n & measurement / Manual 
rapid exhaust)

ECV ECV

BP accuracy +/- 3mmHg +/- 3mmHg +/- 3mmHg
Pulse accuracy +/- 5% +/- 5% +/- 5%
BP measuring range SYS: 50~250mmHg, DIA: 40~180mmHg SYS: 50~250mmHg, DIA: 40~150mmHg SYS: 50~250mmHg, DIA: 40~180mmHg
Pulse measuring range 40-160bpm 40-160bpm 40-160bpm
Pressure range 0~300mmHg 0~300mmHg 0~300mmHg
Cuff M: 22~32cm M: 22~32cm M: 22~32cm
Large cuf L: 32~43cm (Optional) L: 32~43cm (Optional) L: 32~42cm (Optional)

Buttons / switches Buttons / switches ON/OFF, Memory ON/OFF, Memory x 2 ON/OFF, Memory x 2
Power Power 1 x AA battery 4 x AA battery 4 x AA battery



  Device Equivalence Evaluation Form 
 

Comparison of the Beurer BM60 with the Nissei DS‐400 

Devices  Beurer BM60  Nissei DS‐400 

Pictures 

Display 

Validation    ESH 

Device 1 Criteria  Display/Symbols/Indicators 
  Post Measurement 

  Hypertension (Indicator strip)  11, 13 
  BP classification (WHO)  10, 11, 13 
  Irregular heartbeat  11, 13 
  Haemodynamic stability  11, 13 
  Measurement Records 

  Memory zone  11 
  Date and Time 

  Date and Time  11 
  Date and Time (During memory recall)  11 
Algorithms 
  Diagnostic 

  WHO Guidelines  13 

  Atrial fibrillation detection  13 
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Devices  Beurer BM60  Nissei DS‐400 

Device 1 Criteria  Algorithms 
  Diagnostic 

  Haemodynamic stability detection  13 
Case 
  Power 

  AC adapter (Optional)  17 

 

Same Criteria  Measurement 
  Accuracy 

  BP accuracy ± 3 mmHg  1, 5 

  Pulse accuracy ± 5%  1, 5 
  Method 

  Oscillometric measurement method  1, 5 
  SBP 50 mmHg ‐ 250 mmHg, DBP 40 mmHg ‐180 mmHg  1, 5, 7, 8 
  Pulse 40 bpm ‐160 bpm  1, 5 
  Measurements are from single inflations  13 
  Inflation 

  Inflation 0 mmHg ‐ 300 mmHg  1, 5, 7 
  Deflation 

  Automatic Deflation  8 
  Cuffs 

  Large cuff (Arm circ. 32‐42 cm) (Optional)  6 
Display/Symbols/Indicators 
  Measurement Procedure 

  Heartbeat symbol during deflation  11 
  Post Measurement 

  SBP, DBP and Pulse  11 

  Average  11, 13 
  Measurement Records 

  Memory recall number  11 

  Average “A” symbol  11 
  Power 

  Low battery  11, 17 
Case 
  Display 

  Single screen display  10 
  Power 

  Automatic switch‐off when not used for 3 min   17 

Measurement 
  Accuracy 

  BP accuracy ± 3 mmHg  1, 5 

  Pulse accuracy ± 5%  1, 5 
  Method 

  Oscillometric measurement method  1, 5 
  SBP 50 mmHg ‐ 250 mmHg, DBP 40 mmHg ‐180 mmHg  1, 5, 7, 8 
  Pulse 40 bpm ‐160 bpm  1, 5 
  Measurements are from single inflations  13 
  Inflation 

  Inflation 0 mmHg ‐ 300 mmHg  1, 5, 7 
  Deflation 

  Automatic Deflation  8 
  Cuffs 

  Large cuff (Arm circ. 32‐43 cm) (Optional)  6 
Display/Symbols/Indicators 
  Measurement Procedure 

  Heartbeat symbol during deflation  11 
  Post Measurement 

  SBP, DBP and Pulse  11 

  Average  11, 13 
  Measurement Records 

  Memory recall number  11 

  Average “A” symbol  11 
  Power 

  Low battery  11, 17 
Case 
  Display 

  Single screen display  10 
  Power 

  Automatic switch‐off when not used for 3 min   17 
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Devices  Beurer BM60  Nissei DS‐400 

Comparable Criteria  Measurement 
  Inflation 

  Automatic Inflation  7 
  Cuffs 

  Large cuff (Arm circ. 32‐42 cm) (Optional)  6 
  Measurement Records 

  Memory: 60 measurements × 2 zones  14 
Buttons/Switches 
  On/Off with Start/Stop  10 

  Memory × 2  10 
Display/Symbols/Indicators 
  Post Measurement 

  Measurement error(Err 1, Err 2, Err 3, Err 300)  11 
Algorithms 
  Averages 

  Memory zone mean  13 
Case 
  Power 

  4 “AA” batteries ~ 300 measurements  17 

Measurement 
  Inflation 

  Manual (bulb) Inflation  7 
  Cuffs 

  Large cuff (Arm circ. 32‐43 cm) (Optional)  6 
  Measurement Records 

  Memory: 30 measurements  14 
Buttons/Switches 
  On/Off  10 

  Memory  10 
Display/Symbols/Indicators 
  Post Measurement 

  Measurement error (Err, Err 330, 0 0)  11 
Algorithms 
  Averages 

  All measurements mean  13 
Case 
  Power 

  1 “AA” battery  17 

Device 2 Criteria  Display/Symbols/Indicators 
  Measurement Procedure 

  Inflation symbol  11 

  Deflation symbol  11 

  Audible pulse indicator during deflation  18 
  Beeps after measurement  18 

Web link  http://www.beurer.com/web/en/product/blood_pressure/upper_ar
m/detail.php?pk=31&id=13490&bek=112&bct=%26nbsp%3B%26gt%3
B%26nbsp%3Bproduct+details%26nbsp%3B%26gt%3B%26nbsp%3BB
M60+%28available+from+May+2010%29 

http://www.nissei‐jp.com/html/seihin‐medical‐e.html 
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Comments  Nissei is an OEM manufacturer for the BM60. From the documentation provided, Nissei refer to the device as the DS‐800 although they do not 

appear to market it under the Nissei brand. The BM60 (DS‐800) appears to be very similar to the Nissei DS‐500 but with more memory and 
with WHO classification and haemodynamic stability detection added. 

Relevant queries made in relation to the DS‐500 that also apply to the BM60 (DS‐800) 

1. Some of  the errors  are different  for both devices.  The DS‐400 has  a measurement error Err whereas  the DS‐500 has  three errors,  a 
measurement error Err-1, an inflation error Err-2 and a deflation error Err-3 though the causes and remedies of Err-1 and Err-3 are 
identical.  The  causes  of  a DS‐400 measurement  error  appear  to  encompass  those  of  these  three DS‐500  errors  plus  an  error  due  to 
insufficient inflation. Please explain. 

A  Yes, The error messages of the DS‐400 encompass those three of the DS‐500, plus an additional message for  insufficient  inflation. This  is 
because with the automatic inflation of the DS‐500 if there is insufficient inflation the monitor automatically recognises this and re‐inflates 
to a further 30 mmHg but no error  is recorded. Whereas with the DS‐400  if there  is  insufficient  inflation  it  is necessary for the User to re‐
inflate manually to a higher value, so this requirement is indicated by an error message. 

2. What is the minimum pressure that the cuff needs to be inflated above SBP for the value of SBP to be accepted? In the DS‐400, insufficient 
inflation  is  included  as  one  reason  for  the measurement  error  Err.  In  the DS‐500,  there  is  an  inflation  error,  Err-2,  but  insufficient 
inflation is not listed as a possible cause. 

A  Between 20 to 30 mmHg above SBP for the value to be accepted.  Insufficient  inflation with the DS‐400  is an error  indication because the 
User must re‐inflate manually. With the DS‐500 re‐inflation to a higher level is automatic so no error need be indicated. 

Recommendation  The DS‐400 recommendation is “The Nissei DS‐400 can be recommended for use in the adult population, particularly in the developing world. 
Its  impressive performance may be related to theoretical factors within the patient population and environment (e.g. temperature, humidity 
and  altitude)  that  could  influence  the  device’s  performance.”1.  The  Beurer  BM60  can  be  recommended  as  equivalent  under  the  same 
conditions. 
1  Duhig KE, de Greeff A, van der Westhuizen A, Baker E, Shennan AH. Validation of the Nissei DS‐400 in a low‐resource setting. Blood Press Monit 2009;14:132‐135 

Date  19/01/2011 
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